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The  aim  of  this  work  is  to  obtain  the  data  about  broadening  factor  of 
88  keV  Mossbauer  ganutoa-BDe  in  tb©  sOver  aix^e  crystal.  The  method  oonsists  in 
the  measurements  of  temperature  dependencies  of  88  keV  gamma-ray  yields  from  the 
single  crystal  source  in  the  hosis^nial  and  vertical  directions*  If  the  broadening  factor 
is  really  small,  as  state  the  authors  of  [1^]»  then  at  liquid  helium  temperature  the 
excess  absorption  must  appear  in  the  diver  source  connected  with  Mossbauer  effect* 
The  expected  relative  value  of  this  excess  is  about  0.0005  for  horiaonial  direction 
if  gammarline  is  30-fold  broadened  [l],  and  it  is  about  7  times  lower  for  vertical 
direciibn)  because  the  gravitational  red  shift  (^blue^  shill  in  our  case)  restricts  the 
effective  length  of  resonant  gamnia^ray  absorption  in  this  direction  by  SOmcm  The 
additional  effect  to  be  studi^  is  that  of  outer  magnetic  field  direction  influence  on  the 
Mossbauer  absorption  probamity.  To  observe  this  effect  the  pair  of  Helmholtz  rings 
is  mounted  coaxially  with  the  cryostat.  Switdbiug  these  coils  on  one  compensates  the 
vertical  component  of  Earth’s  magnetic  field  and  horizontal  gammarbeam  becomes 
parallel  to  the  remaining  horizontal  component*  In  th&  case  the  resonant  absorption 
probability  is  maximal  [5]  and  exceeds  the  value  of  this  probability  for  normal  conditk>n 
by  60  %.  In  the  experiment  wc  have  to  measure  the  ratios  of  gammarline  intensiiies 
for  silver  source  (  *^^Ag  ,  88  fcV)  and  additional  control  source  (  Am  ,  59.64  keV) 
al  three  temperatures  (romiii  77  K  and  4.2  K)  for  two  directions  of  outer  magnetic 
field  in  each  case.  To  be  sore  that  switching  on  and  off  the  Helmholtz  rings  leads 
really  to  the  expected  direction  of  the  magnetic  field  in  the  site  of  the  gamma-sources 
one  has  to  remove  all  ferromagnetic  parts  experimental  set-up  and  change  them 
by  details  made  of  nonmagnetic  materials*  This  was  done,  as  we  have  written  in  our 
interim  report  [6].  However  at  tiie  time  of  writing  of  [6]  the  problem  was  unresolved 
connected  with  revealed  ferromagnetism  of  our  control  gammarsource  made  of  ^^Co 
in  silver  matrix*  This  unex|>ected  diaracteristic  of  the  source  did  not  permit  to  place 
it  near  the  silver  source  becauBe  siiong  magnetic  field  of  feiromagneiic  object  could 
distort  the  needed  magnetic  fidd  picture  in  this  site.  So  we  was  forced  to  fabiicaie 
a  new  control  gammarBOurce.  It  was  dedded  to  make  it  of  in  the  garnmar 

Spectrum  of  which  the  gammarhne  dominated  with  energy  of  59.54  keV ,  To  make  the 
source  with  acceptable  homogeneity  of  ^^Am  distribiitioii  over  its  area  the  concentric 
lings  of  chromatographic  paper  were  ent  out  which  areas  were  the  multiples  of  the 
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central  small  disc  area.  Then  each  ring  (and  the  central  disc  also)  were  impregnated 
by  0.5N  nitroaddic  solution  of  Am  in  the  amounts  proportional  to  the  ring  (disc) 
area  and  dried.  After  that  the  rings  (and  central  disc)  were  glued  concentricaQy  on 
the  inner  bottom  of  the  cup  made  of  aluminhun  foil  the  cryostable  glue  VT-200 
forming  the  disc  of  <*>>25  mm  in  diameter.  Then  the  paper  disc  was  covered  by  A1  foil 
dtde  using  the  same  glue  and,  after  turning  down  the  walls  of  alumininm  cup  to  the 
*  disc  plane,  the  second  A1  circle  was  glued  on  tins  sandwich.  After  the  glue  hardening 

.  the  gamma-souroe  was  tested  on  tightness  by  multiple  immersion  in  liqaid  nitrogen 

'  with  following  warming  up  and  by  placing  into  vacuum  chamber.  The  cleaning  rag 
of  the  source  by  gause  shown  the  ahsehce  of  radioactivity  on  its  surface.  Now  our 
set-up  looks  as  it  shown  on  Fig.  1.  Silver  gamma-source  is  mounted  in  the  heKom 
(nitrogen)  volume  and  sepaiaied  frinn  vacuum  part  of  the  cryostat  by  rapper  foiL  The 
^^Am  gamixuirBource  is  placed  at  the  other  side  of  this  foil  inside  of  vacuum  volume 
and  is  pressdl  to  the  foil  by  berillinm  |date  to  prevent  the  excess  sngging  of  the  foil 
at  the  pumping  of  the  cryostat.  In  autumn  1996  we  have  measured  the  apparatus 
gamniBrline  Coims  for  both  gammaaonices  separately.  This  was  necessary  to  do  for 
the  following  comparison  of  the  sum  of  two  independently  measured  spectra  with 
gamma-spectrum  obtained  under  condition  when  both  gammasources  were  on  their 
place  in  the  cryostat.  This  oomparison  would  permit  to  determine  the  contribution 
of  pulse  pilaup  procrases.  Then  we  began  the  main  measuiemenis.  We  had  to  dioice 
between  two  versions  of  meaanrenient  regime: 

a)  To  woric  with  two  detectors  rimultaneously.  In  this  case  the  detector  of 
harizonial  gammabeam  would  be  jdaced  ai  a  distance  of  at  least  45  cm  from  gamma 
sources  because  the  diameters  of  two  dewais  with  Ge(y)-detector8  did  not  permit  to 
bring  them  together  closer.  This  led  to  the  low  counting  rate  of  this  detector.  I^m 
the  other  aide  this  mode  of  measurement  would  ^ve  a  possibility  to  obtain  the  results 
from  both  detectors  simultaaeoualy. 

b)  To  work  at  first  with  detector  of  horizontal  gamma-beam  <mly,  pladng  it  at 
the  diitanoe  of  25  cm  from  gammasonroes,  and  then  to  perform  the  measurements 
with  detector  of  vertical  gammabeani.  This  version  would  give  a  3.2-fcdd  gain  in 
the  duration  of  a  measuremoii  with  horizontal  beam  detector  and  total  gain  of  2. 1 
times,  berause  the  vertical  beam  detector  permits  to  obtain  large  counting  rate  and 
measumnent  with  this  detector  only  woidd  require  no  more  than  0.5  of  the  time 
required  for  the  lioriaonial  ^am  detector.  However  m  this  case  the  sinraltaneity  of 
both  measurements  would  be  lost. 

/  As  we  felt  the  tune  shortage,  we  have  chosen  the  second  version  and  performed 

the  measurements  at  room  and  Uquid  nitrogen  temperatures  in  horizontal  direction. 
However  we  couldnH  perform  the  measurements  ai  Uquid  heUum  temperature  because 
the  ITEP  Oryogeuic  lahoratory  bad  no  pnissilnUty  to  fabricate  Uquid  hdhim  untfl 
now.  This  is  connected  with  shortage  of  finance  to  pay  for  electric  power.  Cryogenic 
laboratory  could  uH  fabricate  Uquid  nitrogen  necessary  for  heUum  Equation 
simulUmeously  with  work  of  ITEP  protcnrsynchiotron.  Out  direction  gave  the  pimrity 
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to  the  accdeiutor.  So  we  was  forced  to  move  the  measorementc  at  liquid  helium 
temperature  to  autumn  1997. 

The  results  of  nieasureiiienta  at  room  and  liquid  niirogeji  ieiuperatures  ate  the 
following  (horizontal  gamma^beam)*  At  room  temperature  the  values  of  the  gammas 
ray  intensiiy  ratio 

R  =  N(  ,  88  keV)/N(  “Am ,  59.54  keV), 

measured  under  condition  of  normal  directioD  of  Earth^s  magnetic  field  (Rl)  Mid  in 
the  case  when  only  horizontal  component  of  this  field  influences  upon  gaiimia"8ources 
and  the  axis  of  horizontal  gammarbesam  coincides  with  direction  of  magnetic  field 
(K2)  ate  equal  to: 

Rl  »  0.70216  ±  0.00013 
R2  =  0.70225  ±  0.00011 

At  liquid  nitrogen  temperature  these  ratios  are  the  fc^owing: 

Rl  =  0.69761  ±  0.00013 
R2  5=  0.69753  ±  0.00014 

It  is  seen  that  change  of  magnetic  field  direction  does  not  influence  on  value  of  R 
at  both  temperaiureS|  as  one  would  expect^  within  the  limits  of  experimental  errors. 
Note  that  these  errors  axe  root-mean-squaied  over  the  real  straggling  of  experimental 
values  of  Rs,  The  decrease  of  R  after  transition  to  77  K  which  could  be  caused 
by  possible  Mossbauer  absorption  is  *^50  times  smaller  than  that  at  4.2  K.  This 
oorresponds  to  '^lO^^  if  gamnu^line  is  30*&dd  broadened.  Swit<hing  of  magnetic  6dd 
direction  could  lead  to  the  dSfCerenoe  of  Rl  and  R2  which  would  be  equal  to  60  %  of 
lx  10”®.  This  value  can  not  be  observed  at  ourlevd  of  experimental  errors.  However 
ii  is  funny  that  formal  difference  of  Rl  and  R2  measured  at  77  K  is  just  of  this  scale 
and  of  proper  sign. 

During  these  laeasuremrais  the  long  ihne  observations  were  perfomiing  of  the 
cryostat  inner  part  deformatio&s  uimg  the  optical  system  including  the  theodolite. 
On  the  Fig.2  the  reaults  of  this  obeervattons  are  shown  for  three  spatial  axes:  vertical 
one,  horizontal  one  in  the  direction  toward  the  detector  of  horizontal  gammarbeam 
and  third  one  which  was  peipendknilar  to  the  plane  of  both  gammas  beams.  It  is  seen 
that  after  oooHng  to  77  K  inner  volume  of  the  cryostat  disjdaced  upward  as  a 
result  of  short.ening  of  vertical  stainless  ated  tube  through  which  the  cryogenic  liquid 
is  conveyed.  Some  lesser  displaceinent  is  seen  along  the  axis  of  horizontal  gaminur 
beam.  This  deformation  is  probably  connected  with  asymmetry  of  inner  volume  of  the 
cryostat  (inclined  at  the  angle  of  45*  foont  wall,  see  Pig.  1).  When  the  inner  volume 
is  filled  with  liquid  nitrogen^  its  centre  of  mass  displaces  backward  from  the  detector 
of  horizontal  gammarbeam  and  this  causes  the  volume  displacement  in  opposite 
direction.  There  were  no  observable  displacemente  in  the  direction  perpendicular 
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to  the  plane  of  two  gamma-beams  lelative  which  the  cryostat  is  synunetiical.  It  is 
interesting  that  the  dtsplaoeflaents  of  inner  part  of  the  cryostat  are  maximal  at  the 
haginmng  of  the  work  at  77  K  and  then  they  are  gradually  dectcasing  with  time.  This 
behavior  of  cooled  mechanical  parte  of  the  cryostat  arc  probably  deserved  of  fecial 
study. 

Condnsioiw. 

1.  The  experimental  device  is  completely  in  operating  state. 

3.  New  control  gainmarsouice  was  made  of  ^^Ain  instead  of  previous  source  of 
in  silver  foil.  Tliia  gammsrsoiirce  is  mounted  inride  of  cryostat  and  was  used  in 
the  performed  measurements. 

3.  The  measurements  was  made  at  room  and  liquid  nitrogen  temperatures.  They 
shown  that  it  is  quite  possible  to  achieve  the  relative  accuracy  of  measured  gamma-ray 
intensity  ratios,  R,  about  lO”*  by  real  stiaggBng.  The  time  of  measurement »  about 
]  3- 15  days  for  horisKinialgamma-betuni  detector  and  about  twice  less  fm  verttcal  beam 
detector. 

4.  The  oryostai  defoimations  are  sufBdently  small  and  can  not  inflnence  on  the 
measored  values  of  Ks  beyond  the  bounds  of  relarive  experimental  errors  of  order 
1x10“^. 

B.  It  was  checked  by  the  measurennsnis  at  room  and  liquid  niirigen  temperatures 
that  switching  of  magnetic  coils  compensating  the  vertical  component  of  Barth’s 
magnetic  field  does  not  inflosnoe  on  the  perfornomnce  of  the  gamma  detecting  equipment. 

6,  The  measured  change  in  the  value  d'N(*°*Ag)/N^^  Am)  ratio  at  the  transition 
fnmi  room  temperature  to  77  K  is  well  agree  unth  its  calculation  based  on  the  known 
data  about  sOver  oompression  in  the  cochng  process. 

Therefore  the  study  is  not  finished  at  present,  but  by  reasons  which  axe  independent 
on  our  efforts.  The  situatkm  may  be  considered  as  the  force  majeur  one.  We  had  no 
possibility  nather  to  receive  hquid  hdinm  from  ITEP  Cryogenic  laboratory  nor  to 
buy  it  in  other  oiganiaatkm  becanse  ITEP  has  no  money  to  pay  for  any  vermon  of 
acquisition.  We  hope  that  in  autunm  1997  our  direction  will  find  the  way  to  help  us. 

A.V.Davydov 
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Subscaipts  to  the  figures. 

Pig.  1.  A.  Scetch  of  the  experimental  set-up.  Side  view. 

1.  Helium  volnme. 

2.  Ge(li)-detectozB. 

3.  Heat  screen. 

4.  HdmhdlB  rings. 

5.  Thin  windonss  lor  ganunarbeams. 

6.  Cryostat  body. 

7.  One  of  the  ^awi  windows  to  observe  the  inner  deformations. 

8.  Minor  (psii  of  optical  system  to  observe  the  deformations). 

9.  Light  source. 

10.  Support. 

11.  T^on  lestricter  of  deformation. 

12.  Spiral  tube  to  cool  the  heat  screen  by  outgoing  vapors  of  csyogenie 
liquids. 

B.  Sdieme  of  gammarsoutoe  mounting. 

1.  Body  of  LeKum  vofarme. 

2.  Eront  wall  of  helium  volume  inclined  at  angle 
45**  relative  ihe  horison. 

3.  SUver  ringle  crystal  gammarsoucce. 

4.  Copper  foiL 

5.  ^"Am  control  gammarsoutoe. 

6.  Berillium  |date. 

7.  A1  foil. 

8.  Outer  mounting  ring  (soldered-in). 

9.  Inner  mountmg  ring. 

Fig.  2.  Results  of  the  long  time  observatiouB  of  the  cryostat  inner  part 
deformations. 


